<table>
<thead>
<tr>
<th>Topic</th>
<th>Page</th>
</tr>
</thead>
<tbody>
<tr>
<td>The Medical Electron Accelerator</td>
<td>1</td>
</tr>
<tr>
<td>Overview</td>
<td>1</td>
</tr>
<tr>
<td>History of Electron Accelerators</td>
<td>6</td>
</tr>
<tr>
<td>Elementary Description of Medical Linacs</td>
<td>15</td>
</tr>
<tr>
<td>Design Criteria for Radiotherapy Accelerators</td>
<td>20</td>
</tr>
<tr>
<td>One Future Direction of Equipment Development in Radiation Therapy</td>
<td>27</td>
</tr>
<tr>
<td>Radiotherapy Modalities</td>
<td>33</td>
</tr>
<tr>
<td>Orthovoltage X-Ray Therapy</td>
<td>33</td>
</tr>
<tr>
<td>Megavoltage X-Ray Therapy</td>
<td>34</td>
</tr>
<tr>
<td>Total-Body and Hemibody X-Ray Therapy (Magna-Field Therapy)</td>
<td>35</td>
</tr>
<tr>
<td>Megavoltage Electron Therapy</td>
<td>37</td>
</tr>
<tr>
<td>Total Skin Electron Therapy</td>
<td>38</td>
</tr>
<tr>
<td>Intraoperative Radiation Therapy</td>
<td>39</td>
</tr>
<tr>
<td>Arc Therapy</td>
<td>41</td>
</tr>
<tr>
<td>Dynamic and Conformal Therapy and Multileaf Collimators</td>
<td>41</td>
</tr>
<tr>
<td>Stereotactic Radiosurgery</td>
<td>43</td>
</tr>
<tr>
<td>Microwave Principles for Linacs</td>
<td>49</td>
</tr>
<tr>
<td>Elementary Linac</td>
<td>50</td>
</tr>
<tr>
<td>Microwaves</td>
<td>50</td>
</tr>
<tr>
<td>Transmission Lines and Waveguides</td>
<td>51</td>
</tr>
<tr>
<td>Impedance Matching and Voltage Standing Wave Ratio</td>
<td>54</td>
</tr>
<tr>
<td>Resonance and Resonant Cavities</td>
<td>55</td>
</tr>
<tr>
<td>Phase Velocity and Group Velocity</td>
<td>59</td>
</tr>
<tr>
<td>Periodic Structures and Coupling</td>
<td>59</td>
</tr>
<tr>
<td>Mode and Dispersion</td>
<td>62</td>
</tr>
<tr>
<td>Shunt Impedance and Transit Time</td>
<td>64</td>
</tr>
<tr>
<td>Microwave Accelerator Structures</td>
<td>67</td>
</tr>
<tr>
<td>Electron Guns and Injection</td>
<td>67</td>
</tr>
<tr>
<td>Electron Interaction with Microwave Field</td>
<td>68</td>
</tr>
<tr>
<td>Traveling-Wave Accelerators</td>
<td>70</td>
</tr>
<tr>
<td>Standing-Wave Accelerators</td>
<td>76</td>
</tr>
<tr>
<td>Traveling-Wave Versus Standing-Wave Accelerators</td>
<td>82</td>
</tr>
<tr>
<td>Design of Accelerator Cavities</td>
<td>86</td>
</tr>
<tr>
<td>Microwave Power Sources and Systems</td>
<td>89</td>
</tr>
<tr>
<td>Magnetrons</td>
<td>89</td>
</tr>
<tr>
<td>Klystrons</td>
<td>91</td>
</tr>
<tr>
<td>Radio Frequency Drivers</td>
<td>92</td>
</tr>
<tr>
<td>Circulators</td>
<td>95</td>
</tr>
<tr>
<td>Other Microwave Components</td>
<td>97</td>
</tr>
<tr>
<td>Automatic Frequency Control</td>
<td>102</td>
</tr>
</tbody>
</table>
Pulse Modulators and Auxiliary Systems p. 105
Pulse Modulators p. 105
Vacuum Systems p. 107
Water Cooling System p. 110
Miscellaneous Systems p. 111
Beam Optics of Magnet Systems p. 115
Overview p. 115
Electron Motion in Magnetic Fields p. 116
Beam Emittance p. 122
Nonachromatic Bend Magnet Systems p. 125
Achromatic Bend Magnet Systems p. 129
Treatment Beam Production p. 137
Geometric Restrictions of Radiation Head p. 138
Ancillary Components p. 139
Electron Therapy p. 142
X-Ray Therapy p. 146
Contamination of Radiation Beam p. 150
Neutron Leakage and Radioactivation p. 150
Dose Monitoring and Beam Stabilization p. 157
Ionization Chamber p. 157
Integrated Dose and Dose Rate p. 160
Field Uniformity Control p. 161
Monitoring and Control of Multimodality Treatment Units p. 162
Treatment Beam Stabilization p. 164
Electrical and Magnetic Interference p. 166
Accelerator Control and Safety Interlocking p. 169
Computer Control p. 170
Miniaturization p. 170
Semiconductor Devices and Electrical Interference p. 171
Accelerator Operational States p. 173
Interlock System p. 173
Protection Against Extreme Dose p. 176
Control Console p. 177
Motion Control System p. 178
Record and Verify System p. 180
Patient Record Keeping p. 181
Computer Integration of Radiotherapy p. 181
Multi-X-Ray Energy Accelerators p. 189
Design Challenges p. 189
Equipment Design Alternatives p. 191
<table>
<thead>
<tr>
<th>Section</th>
<th>Page</th>
</tr>
</thead>
<tbody>
<tr>
<td>Patient Support Assembly and Treatment Accessories</td>
<td>201</td>
</tr>
<tr>
<td>Patient Support Assembly</td>
<td>201</td>
</tr>
<tr>
<td>Treatment Accessories</td>
<td>204</td>
</tr>
<tr>
<td>Treatment Simulators, Treatment Planning and Portal Imaging</td>
<td>213</td>
</tr>
<tr>
<td>Treatment Simulators</td>
<td>213</td>
</tr>
<tr>
<td>Treatment Planning</td>
<td>220</td>
</tr>
<tr>
<td>Radiographic (Film) Portal Imaging</td>
<td>224</td>
</tr>
<tr>
<td>Electronic Portal Imaging</td>
<td>227</td>
</tr>
<tr>
<td>Photon Spectrum in Portal Imaging</td>
<td>235</td>
</tr>
<tr>
<td>Radiotherapy Accelerator Facilities</td>
<td>241</td>
</tr>
<tr>
<td>Facility Planning and Operational Resources</td>
<td>241</td>
</tr>
<tr>
<td>Megavoltage Therapy Accelerators and Treatment Facilities</td>
<td>244</td>
</tr>
<tr>
<td>Accelerator Maintenance and Usage</td>
<td>252</td>
</tr>
<tr>
<td>Safety Aspects-Facility and Machine Interlocks</td>
<td>256</td>
</tr>
<tr>
<td>Human Engineering Aspects</td>
<td>257</td>
</tr>
<tr>
<td>Medical Microtron Accelerators</td>
<td>261</td>
</tr>
<tr>
<td>Circular Microtron</td>
<td>261</td>
</tr>
<tr>
<td>Racetrack Microtron</td>
<td>263</td>
</tr>
<tr>
<td>Other Types of Medical Electron Accelerators</td>
<td>267</td>
</tr>
<tr>
<td>History</td>
<td>267</td>
</tr>
<tr>
<td>Transformer-Rectifier Units</td>
<td>268</td>
</tr>
<tr>
<td>Resonant Transformer</td>
<td>270</td>
</tr>
<tr>
<td>Van De Graaff Generator</td>
<td>270</td>
</tr>
<tr>
<td>Betatron and Electron Synchrotron</td>
<td>271</td>
</tr>
<tr>
<td>Appendix A: Generation of Radiation Beams</td>
<td>275</td>
</tr>
<tr>
<td>X-Ray Beams</td>
<td>275</td>
</tr>
<tr>
<td>Electron Beams</td>
<td>278</td>
</tr>
<tr>
<td>Additional Material for Radiation Calculations</td>
<td>281</td>
</tr>
<tr>
<td>Appendix B: Survey of Medical Linacs</td>
<td>287</td>
</tr>
<tr>
<td>Historical Summary of Manufacturers' Types</td>
<td>287</td>
</tr>
<tr>
<td>Contemporary Radiotherapy Accelerators</td>
<td>287</td>
</tr>
<tr>
<td>Appendix C: Miscellaneous</td>
<td>297</td>
</tr>
<tr>
<td>C-1 Abbreviations</td>
<td>297</td>
</tr>
<tr>
<td>C-2 Symbols</td>
<td>298</td>
</tr>
<tr>
<td>C-3 Greek Symbols</td>
<td>299</td>
</tr>
<tr>
<td>C-4 Units</td>
<td>299</td>
</tr>
<tr>
<td>C-5 Terminology</td>
<td>300</td>
</tr>
<tr>
<td>Index</td>
<td>309</td>
</tr>
</tbody>
</table>

*Table of Contents provided by Blackwell's Book Services and R.R. Bowker. Used with permission.*